[Radiothermolumiscent dosimetry in plesioroentgenotherapy].
The employment of thermoluminescence dosimeters in the evaluation of X-rays emitted by a plesiotherapy apparatus was investigated. It was found that lithium fluoride microdosimeters gave good linearity of response in function of the energy involved. This response was also repeatable as required.